
 
 
 
Here is what the program shows 

 

Here is what my PC is telling me 

 

 

 



 
 
 
Here is what the program says about the interface. The GPIB 2 does go away when I unplug the USB to 
GIPB converter from the Meter and the GPIB INTFC goes away when I unplug the converter from the PC. 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 



 
 
 
 

The test setup 

 

 

 

 

 

 



 
 
 
 

The Meter 

 

 

 

 

 

 



 
 
 
 

Here is my script 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 



 
 
 
The converter 

 


