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Advanced Calibration

Perform Calibration

Select the types of calibration to perform and enter the actual input parameters in the

Current Calibration
Applied Current

Calibrate Current

Voltage calibration

Applied Cell 1 voltage

Calibrate Voltage
Applied Battery Voltage

Calibrate Battery Voltage

Applied Pack voltage

Calibrate Pack Voltage

Temperature calibration
Sensor  Applied temperature
Internal 23
External 1 23
External 2 23
External 3 23
External 4 23

Calibrate Gas Gauge

Calibrate
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libration - Current flow is low or applied current to gauge does not match direction of current value entered. Charge current is positive and discharge current is negative.




